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Abstract: The application area of uxgate sensors is lim-
ited by their sensitivity. Medical researches create high de-
mand on the magnetometers with the characteristics of
high accuracy and sensibility for measuring weak mag-
netic elds produced by the human body, such as the
heart‘s magnetic eld. Due to the insucient sensitiv-
ity of uxgate sensors, superconducting magnetometers
(SQUID) take the dominant position for the cardiomag-
netic measurements. They have to be cooled by liqueed
gases and it leads to high service costs. Therefore an idea
of creating ahigh sensitive sensor basedonuxgate princi-
ples and knownmethods ofmeasurement is attractive and
up to date. This paper is dedicated to the modied ux-
gate sensors based on Racetrack technology with a new
approach of signal demodulation. The improved uxgate
sensor system provides detection of the heart‘s magnetic
eld without additional expenditures for use.
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1 Introduction
Since the magnetic eld of the heart is very weak in com-
parison with natural and articial magnetic elds of the
environment, there are very high requirements for the in-
struments used to measure it, they are also called mag-
netometers. They must have a high sensitivity and at the
same time must be suitable for measuring weak mag-
netic elds with a very strong magnetic noise. In addition,
they should allow to measure both constant and alternat-
ing magnetic elds in the frequency range from 0.1 up to
103 Hz. Measuring of the heart‘s magnetic eld requires
precision and sensitivity of the magnetometers with accu-
racy up to 10pT.
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Therefore, currently SQUIDs take the dominant posi-
tion for the heart’s magnetic elds registration – they are
based on superconducting quantum interferometers [1].
According to their extremely high sensitivity, they are al-
most without a rival. However, it has following disadvan-
tages - too complicated construction, the high cost ofman-
ufacture and service and, themost important issue, thedif-
culties and inconveniences associated with the need to
maintain the superconducting elements of the device op-
erating at liquid nitrogen or helium temperatures (77K or
4K) [2]. That is why scientists often try to apply othermeth-
ods to measure weakmagnetic elds, which could replace
the SQUIDs.
2 Methods
As an alternative to SQUIDs,wehave developed anew type
of uxgate magnetometer [3]. By analogy with classical
uxgates [4] anew typeof sensor uses single excitation coil
to measure magnetic elds. It works based on the princi-
ple of the superposition of elds, produced by the current
owing in the core’s winding. The structure of the sensor
(see Figure 1) can be represented as follows:
– the coremade up of ferromagnetic material can be cir-
cular or rod shaped, as in the classical dierential ux-
gate.
– excitation coil, which performs two functions simul-
taneously: saturates the core till it reaches the state
of saturation and takes part in the measurement be-
cause its readings include the information about the
measured magnetic eld.
Themain feature of this sensor is that the excitation wind-
ing consists of two semi-circular opened circuits having
commonAandBpoints, atwhich the current, generated to
saturate the core, ismeasured. On condition of an external
magnetic eld Hext appearing, at the moment of the core
saturation by the auxiliary eld Hm an inductance imbal-
ance occurs in the coils L1 and L2 that is detected by a dif-
ferential amplier 2. The modulated signal is generated at
the output of the amplier. Its amplitude is changing pro-
portionally to the change of the external magnetic eld.
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Figure 1: Circuit diagram of the dierential fluxgate sensor. 1- satu-
ration winding 2 - dierential amplier 3 - permalloy core.
The peculiarity of this structure has a signicant im-
pact on the functionality of the sensor. The use of the sin-
gle measuring coil enables to reduce requirements for the
input signals, to minimize the thermal noise of the sensor
and also to reduce the geometrical dimensions of the sen-
sor.
On the basis of this model a prototype of the new sen-
sor with the parameters shown in the table 1 was devel-
oped.
Table 1: Parameters of the designed magnetometer.
Parameter Value
Sensor outline parameters [mm3] 35x10x5
Core alloy: VITROVAC 6025 Z
Number of tape layers [N_core ] 4
Optimal frequency of the magnetization [Hz] 104
Number of turns in the windings L1 and L2 [N] 100
Voltage amplitude for the core‘s saturation [V] 5
Experimental design (general view) of the developed
uxgate sensor is shown in Figure 2. The magnetometer’s
core is made of a VITROVAC 6025 Z alloy with a thickness
of 25 um in an elongated racetrack shape. Compared with
the annular core this shape has a higher magnetic perme-
ability [5].
To saturate the core a generator of the triangular signal
coupled between terminals Um is used. At the rst stage
the owing in both windings current induces a circular
magnetic eldHm in a core. This eld magnetizes the core
along the hysteresis loop. Since the shape of the core is
Figure 2: Fluxgate sensor prototype.
symmetrical about its longitudinal axis, the excited in the
core eldHm uniformly inuences to both halves A and B.
Respectively, in a half cycle of the auxiliary magnetic eld
change Hm the magnetic eld intensity is algebraically
added with an external magnetic eld Hm + Hext = A, on
one side of the core, and on the other it is subtracted Hm -
Hext = B. As a result, the dierence of magnetic ux, pass-
ing through the excitation winding, changes by the exter-
nalmagnetic eld. This aects the inductance of thewind-
ings A − B =6 0 that causes their imbalance. The dierence
of the complex impedances between two circuits (R1, L1)
and (R2, L2) is registered by the dierential amplier. The
output signal of the magnetometer is presented in the fol-
lowing graph.
Figure 3:Measured output signals waveforms.
The amplitude of the output signal Uout carries in-
formation about the strength of the applied external mag-
netic eld. The peaks polarity Uout varies depending on
the polarity of the applied external eld. The spectrum
of the output signal is dependent on the frequency and
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amplitude of the signal, as well as on the exciting core,
and can reach several hundred kHz. The sensitivity of the
presented sensor was measured in magnetically shielded
room. The performed experiments showed that the sensi-
tivity of the magnetometer achieves 100 pT/
p
Hz.
Since peak-to-peak (p-p) measurement range of the
human cardiogrammagnetic eld amounts 50 pT the sen-
sitivity of themagnetometer is insucient. To increase the
magnetic eld in the magnetometer’s area magnetic con-
centrators were used. Flux concentrators, located near the
core, concentrated eld lines in the amount of ux gate,
thereby increasing the conversion factor of the magne-
tometer [6].
Figure 4: Fluxgate sensor with integrated magnetic flux concentra-
tors.
Due to the concentrators from magnetic material Vit-
rovac 6025 that were placed around the edges the sensitiv-
ity of the magnetometer increased vefold.
3 Measurement of heart magnetic
activity
The tests were carried out in the magnetically shielded
room (MSR) at the Biomagnetic Center, University Hospi-
tal Jena. Because of the strong magnetic noise produced
by industrial devices, MCGmeasurements were performed
in the MSR [7]. Noise spectral density in the room does not
exceed 2 fT
p
Hz. Static magnetic elds, like the magnetic
eld of the earth,were compensated by an additional com-
pensating coil.
The experiment was carried out with a volunteer po-
sitioned on a patient bed in the MSR. The signal from the
uxgate sensorwas recorded at the distance of 10mm from
the chest of the test person. To carry out the analysis of the
measured signal, the electrocardiogram of the test person
was measured simultaneously. The two recorded signals
were ltered. The bandpass lter limits of the frequency
were from 1 Hz up to 1 kHz. It was dicult to determine
the R-peaks of the magnetocardiogram in the received sig-
nal due to the strong noise. Therefore, themeasured signal
has been divided into several equal time intervals. Each
R-peak of ECG was used as a trigger for the period’s syn-
chronization. Thus, each time interval contained one QRS
complex of the cardiogram. To reduce noise, 200 intervals
of MCG signal were collected and averaged subsequently.
The resulting average signal is shown in Figure 5.
Figure 5: Average MCG and ECG signal.
The graph shows that twomutually independentmea-
suring systems, MCG and ECG, recorded the R-peak in the
same time interval. It means that the presented model of
the uxgate sensor is characterized by high magnetic sen-
sitivity that allows for detecting the magnetic eld of the
heart.
4 Conclusion
The results of the research demonstrate that there is an
opportunity to use uxgate magnetometers for the mea-
surement of biomagnetic elds without involvement of
magnetometers, which are expensive in production and
deployment. Perspectively such magnetometer could be
used as a device for monitoring and controlling of the vital
physiological parameters.
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